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Abstract
With the aim of sequence optimization in susceptibility-weighted imaging (SWI), 2 image ac-
quisition parameters (slice thickness and matrix size) and 2 image processing conditions (number
of slices per minimum intensity projection (MIP) and Sliding Window) were investigated using a
1.5-T magnetic resonance imaging (MRI) system. The subjects were 12 healthy volunteers and the
target region for scanning was the whole brain. Informed consent was obtained from all subjects.
First, susceptibility-weighted images were acquired with various slice thicknesses from 1mm to
5mm and various matrix sizes from 256x256 to 512x512, and the images were assessed in terms
of the contrast-to-noise ratio (CNR) and were also visually evaluated by three radiologists. Then,
the number of slices per MIP and the usefulness of the Sliding Window were investigated. In the
study of the optimal slice thickness and matrix size, the results of visual evaluation suggested that
a slice thickness of 3mm and a matrix size of 448x448 are optimal, while the results of evaluation
based on CNR were not significant. As regards the image processing conditions, the results sug-
gested that the number of slices per MIP should be set to a minimum value of 2 and that the use of
Sliding Window is effective. The present study provides useful reference data for optimizing SWI
sequences.
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usceptibility-weighted imaging (SWI) is an imag-
ing technique that was developed by Haacke et 
al.  in 2004 [1].  SWI exploits the phenomenon by 
which the phase and the change in the local magnetic 
ﬁeld are proportional to each other if the echo time 
(TE) is constant.  In SWI scans,  data is acquired 
using a sequence of the 3D gradient echo type with 
ﬂow compensation applied in 3 directions,  and the 
magnitude image is then multiplied several times by the 
phase mask image,  which is generated by ﬁltering the 
phase image (Fig.  1) [1ﾝ3].  Conventionally,  T2*-
weighted imaging has been used to obtain susceptibil-
ity-weighted images in order to visualize hemorrhage 
and ferrugination in the head.  SWI has dramatically 
improved the visualization not only of hemorrhage and 
ferrugination,  but also of venous structures,  permit-
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ting smaller lesions to be depicted [4,  5].  SWI was 
originally intended to be used in 3-T MRI systems 
because its usefulness has been demonstrated for 
acquisition at higher resolutions,  but there have been 
several discrepancies in reports regarding its use in 
1.5-T systems [6].  However,  there is insuﬃcient 
basic data on SWI not only because it is a relatively 
new technique,  but also because it is patented and 
therefore can be used in only a limited number of 
systems.  Sequence optimization is essential when SWI 
is to be employed in clinical practice.  In addition,  the 
data acquired by SWI cannot be post-processed,  and 
the image processing conditions must therefore be set 
prior to data acquisition.  The present study was 
conducted to investigate imaging conditions and image 
processing conditions with the aim of optimizing the 
sequences employed for SWI in 1.5-T systems.
Materials and Methods
　 A 1.5-T MRI system (MAGNETOM Avanto,  
Siemens,  Germany) and a head matrix coil were used 
for imaging.  The target region for scanning was the 
whole brain,  and the scanning range was set to 
120 mm.  Prior to the start of this study,  approval 
was obtained from the ethics review board of the 
Okayama Diagnostic Imaging Center and informed 
consent to participate in the study was obtained from 
each volunteer.
　 Slice thickness and matrix size. One healthy 
volunteer (27ﾝyear-old male) underwent an SWI study 
with slice thickness variation from 1 to 5 mm in 1-mm 
steps,  and the matrix size varied from 256×256 to 
512×512 with isotropic pixels.  Scan parameters 
other than slice thickness and matrix size are shown 
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Fig. 1　 Steps of image reconstruction in SWI.
Table 1　 Scan parameters (physical evaluation based on CNR)





No. of slices per MIP 8
Sliding Window on
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in Table 1.  For images acquired under diﬀerent con-
ditions,  the contrast-to-noise ratio (CNR) was calcu-
lated using the total tissue method (Fig.  2).
　 Then,  5 conditions were extracted based on con-
sideration of the following: scan time,  CNR,  and 
SWI characteristics.  Twelve healthy volunteers (age 
range,  22 to 38 years; average age,  28.8 years) were 
scanned under these conditions,  and the acquired 
images were evaluated by 3 radiologists in a blinded 
manner.  The images were evaluated in terms of visu-
alization of the following structures: the internal 
cerebral veins,  the vein of the caudate nucleus,  the 
lateral vein of the lateral ventricle,  and the cortical 
veins.  The conditions were then ranked by the three 
radiologists on a scale of 1 to 5 points (range: poor 
conditions,  1 point - excellent conditions,  5 points) 
with respect to the quality of the susceptibility-
weighted images.  Kendallʼs coeﬃcient of concordance 
was used for the statistical analysis.
　 Image processing conditions. The image 
processing conditions for SWI were investigated in 
terms of the following 2 parameters.
ｿNumber of slices per MIP (number of slices to be 
combined in minIP)
ｿSliding Window on/oﬀ (whether or not images were 
overlapped for display)
　 One of the healthy volunteers (26ﾝyear-old male) 
was scanned by SWI with the number of slices per 
MIP varying from 2 to 10,  and with the Sliding 
Window set to “on” or “oﬀ” for each number of slices 
per MIP.  The eﬀect of each parameter setting was 
then evaluated.  The scan parameters shown in Table 
2 were employed,  and evaluation was based on the 
following 4 items: ⅰ) visualization of the veins,  ⅱ) 
visualization of the red nucleus and substantia nigra,  
ⅲ) inﬂuence of susceptibility artifacts,  and ⅳ) num-
ber of veins visualized per image.
Results
　 Physical evaluation based on CNR. Table 3 
shows the CNR values of images acquired with diﬀer-
ent slice thicknesses and matrix sizes.  We avoided 
referring to the maximum and minimum values because 
data for only a single subject were obtained; however,  
the results suggested that the CNR value tended to 
increase with increasing slice thickness and decreasing 
matrix size.
　 Visual evaluation. Fig.  3 shows the results of 
visual evaluation for the 5 conditions that were 
extracted based on Table 3.  The factors considered 
for the selection of conditions are described in greater 
detail below.  Brieﬂy,  the factors were selected while 
taking scan time and SWI characteristics into consid-
eration.
　 As regards the visual evaluation,  the following 
scores were obtained: 3.31 for 2 mm/320×320,  
3.47 for 3 mm/320×320,  4.47 for 3 mm/448×448,  




SDt: Standard deviation of tissue signal
SDbg: Standard deviation of background signal
Fig. 2　 Calculation of the CNR by the total tissue method.
Table 2　 Scan parameters (visual evaluation)
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2.69 for 4 mm/448×448,  and 1.06 for 5 mm/512×
512.  The combination of a slice thickness of 3 mm and 
a matrix size of 448×448 achieved the highest score 
on the visual evaluation,  with a Kendallʼs coeﬃcient of 
concordance of w=0.89 in the statistical analysis.
　 Image processing conditions. The eﬀects of 
changing the number of slices per MIP and setting the 
Sliding Window on or oﬀ on images are shown in 
Table 4 and Fig.  4 respectively.  Reducing the num-
ber of slices per MIP resulted in improvements in the 
three-dimensional visualization of vascular structures,  
and the visualization capabilities at the level of the 
posterior cranial fossa,  as well as yielded a reduction 
in susceptibility artifacts.  Increasing the number of 
slices per MIP,  albeit at only the lateral-vein level,  
rendered it possible to obtain more information about 
the veins in a single image,  thus improving the two-
dimensional visualization of the veins.  This approach 
was signiﬁcantly aﬀected by susceptibility artifacts at 
the level of the posterior cranial fossa; however,  
increasing the number of slices per MIP at the level 
of the lateral vein,  appeared to be of advantage,  as 
there are no structures in this region causative of 
susceptibility artifacts.
　 The results of the Sliding Window series demon-
strated that this toggle (on/oﬀ) function is useful for 
visualizing the course of veins.  Moreover,  the utility 
of the Sliding Window function was further enhanced 
when the number of slices per MIP was increased.
Discussion
　 As discussed above,  a susceptibility-weighted 
image is obtained by multiplication of the magnitude 
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Table 3　 Comparison of CNR values with diﬀerent acquisition conditions
CNR 1.0 mm 2.0 mm 3.0 mm 4.0 mm 5.0 mm
256×256 54.6 117.0 208.2 156.9 173.6
320×320 48.4 70.4 137.2 109.0 104.7
384×384 68.7 99.9 97.1 97.4 102.4
448×448 35.4 43.4 74.3 75.2 85.2
512×512 37.4 60.3 47.5 65.7 74.4


















Fig. 3　 Results of visual evaluation.  Kendallʼs coeﬃcient of concordance w = 0.89 was obtained in the statistical analysis.
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image by the phase mask image that is generated from 
the phase image; as a result,  diﬀerences in suscepti-
bility are displayed as diﬀerences in image contrast.  
Data have been reported suggesting that certain 
parameters inﬂuence contrast in SWIs; among these 
parameters are the optimal TE and phase masking 
number (i.e.,  the number of times the magnitude image 
is multiplied by the mask image) [1].  Since TE is 
proportional to the phase diﬀerence,  the phase diﬀer-
ence is more strongly enhanced with a long TE (equa-
tion 1).  The phase diﬀerence is also enhanced when 
the phase masking number is increased (equation 2) 
[1,  3].
ϕ=－ｺ･ΔB･TE (equation 1)
ρSWI =ρmagnitude･[ϕmask]n (equation 2)
(n: Number of multiplications)
　 On the other hand,  it is known that SWI is suit-
able for high-resolution acquisition because objects as 
small as one quarter of an acquisition voxel are visible 
in phase images in which the susceptibility eﬀect is 
enhanced.  However,  with a 1.5-T system,  high-reso-
lution acquisition results in a reduction in the signal-
163Acquisition and Processing ConditionsJune 2008
Table 4　 Inﬂuence on images of various numbers of slices/MIP and Sliding Window set to on or oﬀ
No of slices per MIP
2 4 6 8 10
Visualization of course of veins good poor
Visualization of red nucleus and substantia 
nigra good poor
Inﬂuence of susceptibility artifacts mild severe
Number of veins visualized per image poor good
Usefulness of Sliding Window low high
Fig. 4　 Eﬀect on images of various numbers of slices/MIP.  The images in the top row were acquired with the number of slices per MIP 
set to 2,  and the images in the bottom row were acquired with the number of slices per MIP set to 8.  The settings aﬀected susceptibility 
artifacts and visualization of veins.
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to-noise ratio (SNR),  and the slice thickness,  matrix 
size,  and scan time must therefore be taken into con-
sideration when determining the optimal acquisition 
conditions for SWI.
　 Two image processing conditions that aﬀect sus-
ceptibility-weighted images are 1) the number of slices 
per MIP and 2) setting the Sliding Window to “on” or 
“oﬀ”.  The number of slices per MIP speciﬁes the 
number of image slices to be combined for minIP 
image display.  The Sliding Window is an application 
that overlaps the image slices to be displayed.  When 
this application is set to “on”,  images in which the 
display slice thickness is determined by the number of 
slices per MIP are displayed by sliding the slice by the 
acquisition slice thickness.  Images are displayed by 
acquisition slice thickness is 2 mm and the number of 
slices per MIP is 8,  the thickness of the displayed 
image is 16 mm.  When Sliding Window is set to “oﬀ”,  
the acquisition range is simply displayed every 16 mm.  
When Sliding Window is set to on,  the slice is shifted 
by 2 mm while a display slice thickness of 16 mm is 
maintained.  In SWI,  such image processing,  including 
minIP,  is performed at the time of image reconstruc-
tion,  and not during post-processing at a workstation.  
As a result,  in order to process images under diﬀer-
ent conditions for the evaluation of diﬀerent types of 
lesions,  the number of slices per MIP and the Sliding 
Window on/oﬀ function must be set prior to data 
acquisition.  Taking these factors in consideration,  the 
optimal conditions for SWI are discussed below.
　 Physical evaluation based on CNR measure-
ments. The results of the CNR measurements 
revealed that the CNR value tends to increase with 
increase in slice thickness and decreases in matrix 
size.  However,  when an image with a relatively high 
CNR is visually compared to an image with a rela-
tively low CNR,  the image with the lower CNR is 
clearly superior as a susceptibility-weighted image,  
demonstrating that the CNR level does not necessarily 
reﬂect the quality of the susceptibility-weighted 
images (Fig.  5).
　 This ﬁnding is thought to be attributable to the fact 
that the signal levels of veins,  hemorrhage,  and fer-
rugination (i.e.,  the targets to be visualized by SWI) 
are similar to the noise signal level [7ﾝ10].  CNR 
values are basically obtained from diﬀerences between 
tissue signals and the background noise signals (equa-
tion 3).
CNR = SIa－SIb (equation 3)
SDair
SI: Signal intensity,  SD: Standard deviation
　 When a region of interest (ROI) is set in the cere-
bral parenchyma and another ROI is set in a vein and 
the signal intensities of both are measured,  the signal 
of the vein is at the same level as that of the noise,  
and the signal intensity is close to zero.  The calcu-
lated CNR is therefore highly dependent on the signal 
intensity of the cerebral parenchyma.  In other words,  
CNR values are higher in scans performed using the 
conditions employed for obtaining a higher SNR in the 
cerebral parenchyma (thick slices,  low resolution).  
The total tissue method was used for the CNR mea-
surements in the present study,  because use of the 
method in which a very small ROI is placed in a vein 
would have resulted in a signiﬁcant measurement 
error; however,  the results may be comparable using 
either method.  Although imaging conditions providing 
higher resolution render it possible to visualize veins,  
hemorrhage,  and ferrugination in greater detail,  such 
conditions unfortunately also increase the noise com-
ponents.  Noise in the cerebral parenchyma signal 
itself also increases as a matter of course,  resulting 
in a lower CNR.  However,  even when these factors 
are taken into consideration,  the CNR does not reﬂect 
the quality of susceptibility-weighted images.  As a 
consequence,  we concluded that in the present study,  
the results of physical evaluation based on CNR mea-
surements lacked validity.  It will therefore be neces-
sary to completely re-examine the physical evaluation 
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Fig. 5　 Comparison of susceptibility-weighted images obtained 
with diﬀerent CNR values.  The CNR of the image on the left is 
156.9 and the CNR of the image on the right is 70.4.  Compared 
with the image on the left,  the image on the right shows a lower 
CNR but superior visualization.
6
Acta Medica Okayama, Vol. 62 [2008], Iss. 3, Art. 3
http://escholarship.lib.okayama-u.ac.jp/amo/vol62/iss3/3
of SWI,  starting with the evaluation method.
　 Visual evaluation. Since the results of physi-
cal evaluation based on the CNR lacked validity as 
described above,  the acquisition conditions for visual 
evaluation were extracted from the perspective of 
selecting the appropriate scan time and high resolution 
using a CNR close to the recommended value.  The 
scan time was set to less than 6 min,  as the examina-
tion time is limited to 30 min at our institution and 
because SWI scanning is considered as an additional 
component of a routine examination.  The acquisition 
conditions for obtaining as high a resolution as possi-
ble within the speciﬁed scan time were extracted 
because SWI is considered suitable for high-resolu-
tion acquisition.
　 In this series,  slice thicknesses of 2 mm and 3 mm 
achieved high scores.  In particular,  the combination 
of a slice thickness of 3 mm and a matrix size of 320
×320 was rated highly,  even with relatively low-
resolution imaging.  On the other hand,  the combina-
tion of a slice thickness of 5 mm and a matrix size of 
512×512,  which provides high resolution,  was rated 
the lowest of the conditions tested.  One explanation 
for this low rating could have been the low CNR.  The 
signiﬁcant reduction in the CNR,  despite the thicker 
slice setting,  suggested that a matrix size of 512×
512 is not practical when a 1.5-T system is employed.  
Another possible reason for the low rating could be 
due to partial-volume eﬀects.  A thinner slice thickness 
provides higher image quality,  but with the trade-oﬀ 
of a longer scan time,  while a thicker slice thickness 
suﬀers from more severe partial-volume eﬀects,  
resulting in poorer visualization capabilities.  In addi-
tion,  SWI is inherently susceptible to partial-volume 
eﬀects because it employs phase images [1,  3,  11].  
Based on the above considerations,  it is thought that 
the partial-volume eﬀects due to the use of a thicker 
slice setting had a greater inﬂuence than the higher 
resolution provided by a larger matrix size.  The most 
important reason for poorer visualization capabilities 
in scans with a combination of a slice thickness of 
5 mm and a matrix size of 512×512 is related to the 
fact that slices are combined in minIP processing.  
When minIP is performed,  the thickness of the slice 
to be displayed is equal to the following: [acquisition 
slice thickness]×[number of slices per MIP].  When 
data are acquired at a slice thickness of 4 mm,  for 
example,  the display slice thickness is 8 mm,  even if 
165Acquisition and Processing ConditionsJune 2008
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Fig. 6　 Comparison of images acquired with diﬀerent slice thicknesses: A = 1 mm,  B = 2 mm,  C = 3 mm,  D = 4 mm,  and E = 
5 mm.  The number of slices per MIP was set to 8.  Susceptibility artifacts were increased and visualization was reduced as slice thick-
ness increased.
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the number of slices per MIP is set to a minimum 
value of 2.  With acquisition at a slice thickness of 
4 mm or 5 mm,  the image is displayed as a thick slice 
after minIP processing,  and is likely to contain more 
severe susceptibility artifacts at the level of the pos-
terior cranial fossa.  As a result,  the partial-volume 
eﬀects and susceptibility artifacts synergistically 
degrade the visualization capabilities in SWI.  Fig.  6 
shows images acquired with diﬀerent acquisition slice 
thicknesses; here,  the susceptibility artifacts are 
clearly increased and the visualization capabilities for 
the veins are reduced as the slice thickness is 
increased.
　 In the visual evaluation,  the combination of a slice 
thickness of 3 mm and a matrix size of 448×448 was 
determined to be optimal when the limited scan time 
and the requirement for an isotropic pixel matrix were 
taken into consideration.  However,  the acceptable 
scan time diﬀers among institutions,  and the matrix 
does not necessarily need to provide isotropic pixels.  
It appears to be useful to set a thin slice thickness and 
to compensate for the longer scan time due to the 
larger number of partitions by reducing the matrix 
size in the phase-encode direction.  Indeed,  the default 
acquisition conditions are typically set in this manner.  
The results of the present study of image acquisition 
conditions can therefore be used as reference data for 
acquisition with an isotropic pixel matrix.
　 Image processing conditions. The results 
shown in Table 4 indicate that setting a minimum value 
of 2 for the number of slices per MIP is useful in 
terms of three of the four items for evaluation.  For 
depicting the course of veins,  the number of veins 
visualized in a single image increases when a larger 
number of slices are combined,  and setting a larger 
number of slices per MIP is therefore advantageous 
for evaluating the course of veins in two-dimensional 
images.  However,  advantage of setting a larger num-
ber of slices per MIP is limited to slices at the level 
of the lateral ventricle.  Slices at the level of the 
posterior cranial fossa and the vertex are likely to be 
aﬀected by susceptibility artifacts,  and the visualiza-
tion capabilities in these peripheral slices are insuﬃ-
cient.  If the acquisition slice thickness is set to 2 mm 
and the number of slices per MIP is set to 8,  each 
slice displayed contains information for a thickness of 
16 mm.  Thickness renders it diﬃcult to observe the 
course of veins in the appropriate slice direction.  
Based on these considerations,  the number of slices 
per MIP should be set to the smallest value possible 
in order to obtain high-quality susceptibility-weighted 
images,  even at the level of the posterior cranial fossa 
and the vertex; this approach would also facilitate 
observation of the course of veins in the slice direc-
tion.
　 Moreover,  as regards visualization of the red 
nucleus and substantia nigra,  it was found that the 
selection of a smaller number of slices per MIP 
yielded more favorable results.  Fig.  7 shows diﬀer-
ences in visualization for diﬀerent numbers of slices 
per MIP in the same slice.  The visualization capabili-
ties with respect to the red nucleus and substantia 
nigra were clearly reduced with increases in the num-
ber of slices per MIP,  because when a larger number 
of slices are combined,  data from a number of slices 
are displayed together,  and local visualization capa-
bilities are therefore impaired.
　 As regards evaluation of the inﬂuence of suscepti-
bility artifacts,  the use of a smaller number of slices 
per MIP was again considered more beneﬁcial.  In 
SWI,  the contrast between tissues with diﬀerent 
susceptibilities is enhanced,  and veins,  hemorrhage,  
and ferrugination are clearly depicted [1,  3].  In 
other words,  susceptibility-weighted images are more 
strongly aﬀected by changes in susceptibility than are 
standard images.  This is especially pronounced at the 
level of the posterior cranial fossa,  as shown in Fig.  
8,  which shows a T2*-weighted image (as has conven-
tionally been used as a susceptibility-weighted image 
[12]) and a susceptibility-weighted image.  The inﬂu-
ence of susceptibility artifacts is increased even fur-
ther when the number of slices to be combined 
increases.  Furthermore,  when the number of slices to 
be combined is increased,  the displayed slice becomes 
thicker and contains more severe susceptibility arti-
facts,  especially at the level of the posterior cranial 
fossa.  Based on these considerations,  the number of 
slices per MIP should be set to the minimum value in 
order to minimize the inﬂuence of susceptibility arti-
facts.
　 The relationship between the usefulness of the 
Sliding Window and the number of slices per MIP was 
also evaluated.  As stated above,  the Sliding Window 
is an application in which image slices are overlapped 
for display.  The evaluation results showed that this 
application is more useful when the number of slices 
166 Acta Med.  Okayama　Vol. 62, No. 3      Matsushita et al.
8
Acta Medica Okayama, Vol. 62 [2008], Iss. 3, Art. 3
http://escholarship.lib.okayama-u.ac.jp/amo/vol62/iss3/3
per MIP is large.  The Sliding Window is advanta-
geous for observing the course of veins,  and this 
advantage remains unaﬀected by the acquisition condi-
tions.  When the Sliding Window is set to “on”,  
images can be paged by the acquisition slice thickness,  
rather than by the slice thickness after minIP.  The 
diﬀerence between the acquisition slice thickness and 
the display slice thickness is relatively small with a 
decreasing slice number/MIP,  but the diﬀerence 
increases with increases in the number of slices per 
MIP.  Table 5 shows the number of images displayed 
with diﬀerent numbers of slices per MIP.  It is to be 
expected that more detailed information can be 
obtained when a larger number of images are dis-
played,  as long as the scanning range and the acquisi-
tion conditions are identical.  Accordingly,  the Sliding 
Window function is more useful with larger diﬀer-
ences between the acquisition slice thickness and the 
display slice thickness,  i.e.,  with larger numbers of 
167Acquisition and Processing ConditionsJune 2008
Table 5　 Number of images displayed with Sliding Window on or 
oﬀ
Number of slices per MIP 2 8
Scan range 120 mm
Acquisition slice thickness 2.0 mm
Display slice thickness 4.0 mm 16.0 mm
Number of images displayed 
 (Sliding Window = on) 59 53
Number of images displayed 
 (Sliding Window = oﬀ) 30 8
Ａ Ｂ Ｃ
Ｄ Ｅ
Fig. 7　 Comparison of images acquired with diﬀerent numbers of slices per MIP: A = 2,  B = 4,  C = 6,  D = 8,  and E = 10.  The 
visualization of the red nucleus and substantia nigra was increasingly impaired with increases in the number of slices per MIP.
Fig. 8　 Comparison of susceptibility artifacts at the level of the 
posterior cranial fossa.  The image on the left was acquired by T2*-
weighted imaging and the image on the right was acquired by SWI.  
The artifact-inducing inﬂuence of bones was more pronounced in 
the susceptibility-weighted image.
9
Matsushita et al.: Basic Study of Susceptibility-Weighted Imaging at 1.5T
Produced by The Berkeley Electronic Press, 2008
slices per MIP.
　 Based on the results obtained for the image pro-
cessing conditions evaluated here,  it was generally 
concluded that a minimum of 2 slices per MIP should 
be selected and the Sliding Window should be on.  
However,  the type of information required diﬀers 
among institutions,  as do the acquisition conditions,  
and these conditions require additional minor adjust-
ments dependent on the slice thickness setting.  
Whether diagnosis is performed based on images dis-
played on a monitor or images printed out on ﬁlm is 
another factor that must be taken into consideration 
during parameter setting.  It is hoped that the results 
of the present evaluation of processing conditions will 
provide useful reference data,  and that the inﬂuence 
of scan parameters on images as discussed here will be 
taken into consideration.
　 Conclusions. The present study provides 
basic data concerning acquisition and image processing 
conditions that may in certain cases be useful for set-
ting standards for optimizing SWI sequences.  Further 
investigation of the physical evaluation of susceptibil-
ity-weighted images will still be necessary.
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